[The influence of geometry of the total hip endoprosthesis on late functional results].
The influence of some parameters of incorrect position of elements of an endoprosthesis of the hip on the late functional result of 61 endoprosthetic arthroplasties have been analyzed. The authors believe that the group of several factors of incorrect mounting of elements of an endoprosthesis is usually the cause of deterioration of treatment results due to occurrence of clinical and radiological symptoms of loosening of the endoprosthesis.